QADATA Summary – September 2002

The Inorganic Blind Sample Project (IBSP) reviews 97 inorganic analytical lines at the National Water Quality Laboratory (NWQL) and 68 inorganic analytical lines at the Ocala Water Quality and Research Laboratory (OWQRL) using double-blind, quality-assurance samples.  This QADATA Summary is a report that includes a short summary of only those analytical lines for which the quality-assurance charts indicate or have indicated a bias and/or higher than expected variability.  The data reviewed is for the time period 02/20/02 through 08/23/02.  The quality-assurance charts contain data from samples that have been subject to the same laboratory handling procedures as the samples that are submitted by the USGS district offices, and the data have the same level of quality control-review as the data released to the districts.  Thus, any factors that affect the district’s data should also affect the data shown in the IBSP quality-assurance charts as well.  IBSP outliers are reanalyzed but are not updated unless it is determined that the sample had deteriorated or had been contaminated before submittal, or an IBSP sample mix-up occurred.  

Charts containing all data received thus far for water year 2002 may be accessed at http://bqs.usgs.gov/bsp/WY02charts.htm. 
Lab personnel and customers can also make their own QADATA retrieval to parallel their project’s sampling period by using the QADATA application online at http://bqs.usgs.gov/bsp/mainpage.html.  (Select QADATA Application button.)  Charts pertaining specifically to this report can be accessed by following the blue, underlined hyperlinks embedded within the report and associated with each analysis discussed in the report.

Most of the control charts for zinc determinations indicate positive bias and poor precision (http://bqs.usgs.gov/bsp/WY02charts.htm).  This is indicative of possible contamination and may be originating from the IBSP.  The problem is not reflected on the quality-assurance charts for the ICPs used at the NWQL because the concentration of zinc in most of the quality-assurance samples submitted to the NWQL is less than the Laboratory Reporting Level (LRL).  Since control limits are widened as the concentration approaches the LRL, this tends to group the NWQL’s zinc data from ICP within +/- 2 f-pseudosigma even when the results indicate high variability.  The source of the zinc contamination will be researched further, and how to more meaningfully plot results for quality-assurance samples with concentrations at or below a method’s reporting limit will be addressed in the future.
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Table 1

NWQL PERFORMANCE ON IBSP SAMPLES

Note:  Click the blue, underlined text in the left column to access the control chart for the associated parameter.

	Nutrient Determinations
	Problem
	NWQL

Lab Comment
	Corrective

Action

	Nitrate+Nitrite        Filtered
       Colorimetric      labcode=1990 parmcode=0631F

	Negative bias (since January 2002) is still prevalent.  Changes to the analysis occurring around June appear to have decreased the magnitude of the bias; however, the bias is still evident.  

Analysis should be closely monitored until next QADATA summary published.
	The Nutrients Unit has included an additional Cd column check to each run to assure column efficiency.  All on-line certified QC samples have been well within limits during the period, although some of the values are low.
	The NWQL will closely monitor Cd column efficiency and values for on-line QC samples.

	Phosphorus        Filtered
       Colorimetric    Low-level 

       labcode=2331 parmcode=0666G

	Abrupt positive bias starting in April 2002.  The magnitude of the bias decreased throughout May and June and demonstrated even more improvement throughout July and August.  Nevertheless, a slight positive bias is still prevalent.  

Three other methods at the NWQL testing for phosphorus and the four methods testing for phosphorus at the OWQRL do not demonstrate this problem.


	The NWQL has been using an organic phosphate for preparation of calibration standards for the low-level total phosphorus analysis.  Other phosphorus methods use an inorganic salt for calibration standards.  Results of analysis of N73 samples obtained from IBSP using inorganic calibrants appear to be closer to the MPV than when using organic calibrants.  However, on-line certified QC samples and several additional QC samples prepared from certified stocks determined using organic calibrants do not display the small high bias that is shown for N73 on the IBSP charts.
	The Nutrients Unit will continue to compare results for certified QC samples and N73 samples obtained from BQS using both organic and inorganic compounds for calibration standards.  

	Phosphorus          Whole Water Recoverable
       Colorimetric    Low-level    labcode=2333 parmcode=0665G
	Abrupt positive bias starting in April 2002.  Positive bias decreased throughout May, however, reappeared in June.  

Three other methods at the NWQL testing for phosphorus and the four methods testing for phosphorus at the OWQRL do not exhibit this problem.
	Calibration standards and reference samples are prepared from the same stocks for this parameter as those that are used for phosphorus, filtered (lc 2331). 
	See above.

	Phosphorus        Filtered
       Colorimetric labcode=1983 parmcode=0666D

	The positive bias starting in April is no longer apparent.

No corrective action necessary.
	
	


Table 1 – Cont’d
NWQL PERFORMANCE ON IBSP SAMPLES

Note:  Click the blue, underlined text in the left column to access the control chart for the associated parameter.

	Trace Metal Determinations
	Problem
	NWQL

Lab Comment
	Corrective

Action

	Cadmium           Filtered
       GFAA  labcode=1554

       parmcode=1025F


	Increased variability starting mid May 2002.  Since May 10th, two out of 8 points (25%) are outside of 2 SD.  Overall, there are three out of 19 points (16%) outside of 2 SD.
	The extreme outliers contributing to the increased variability have been attributed to errors in data transfer to LIMS.
	The observation of the extreme outliers for cadmium (and chromium and lead) have been addressed by changing the procedure for data transfer to the LIMS.

	Chromium                Filtered
       GFAA  labcode=1936 parmcode=1030I


	Increased variability starting in April 2002.  Positive bias starting mid April decreased during June, and now a negative bias appears to be developing.

(Note:  Due to the resolution of the graph, two points plotted for May 10th at  –6 SD show up as one.)
	Since last QA Data review we have continued to see bias problems.  Standards were again prepared after we noted the planned maintenance and replacing the lamp that originally started to show better performance lead to a change in bias opposite of previous performance. 

The extreme outliers contributing to the increased variability have been attributed to errors in data transfer to LIMS.  
	Standards were prepared in late August.  A change from closed ended graphite tubes to open ended graphite tubes began at the end of August.  We will monitor the latest changes.

The observation of the extreme outliers for chromium (and cadmium and lead) have been addressed by changing the procedure for data transfer to the LIMS.

	Chromium                Whole Water Recoverable
       GFAA  labcode=1937

       parmcode=1034E


	An abrupt shift in data occurs mid May 2002.  The positive bias starting mid April shifts to a negative bias starting in June.
	Please see notes above (chromium, filtered, lc 1936) as they apply to whole water recoverable chromium.
	Please see corrective actions above (chromium, filtered, lc 1936) as they apply to whole water chromium.

	Lead                   Filtered
       GFAA  labcode=1560

       parmcode=1049F


	Increased variability starting end of April 2002.  Two out of 10 points (20%) are outside of 2 SD.
	The extreme outliers contributing to the increased variability have been attributed to errors in data transfer to LIMS.  
	The observation of the extreme outliers for lead (and cadmium and chromium) have been addressed by changing the procedure for data transfer to the LIMS.

	Molybdenum        Whole Water      Recoverable
       GFAA  labcode=1999

       parmcode=1062B


	Negative bias exhibited over the last five months.
	One of our SRWS used for monitoring performance is old, which does not show the bias observed in IBSP charts, however, a newer SRWS confirms the negative bias.  
	We are making new standards and will use an alternate method for confirmation.  We will obtain newer SRWS from BQS for internal performance monitoring and comparison.


Table 1 – Cont’d
NWQL PERFORMANCE ON IBSP SAMPLES

Note:  Click the blue, underlined text in the left column to access the control chart for the associated parameter.

	Trace Metal Determinations
	Problem
	NWQL

Lab Comment
	Corrective

Action

	Antimony                      Filtered
       ICP-MS  labcode=1785 parmcode=1095G
	A positive bias, which appeared near the beginning of March 2002, is still present.
	Lab QC charts also confirm bias.
	Although calibration standards were made in February and tested within the +/- 2% acceptance, new calibration standards were recently prepared.  Antimony will be closely monitored.

	Barium                 Whole Water Recoverable
       ICP  

       labcode=2352 parmcode=1007C


	Magnitude of historical negative bias has decreased although a negative bias is still demonstrated.

Analysis should still be closely monitored to ensure magnitude of bias does not increase.


	Adjustments to past descriptions of bias from IBSP have been to digest the calibration standards and QC to match the digestion process of the samples.  
	Calibration standards were made and accepted on August 20, 2002.  Standards will be cross-checked by a different method.  Using lab QC data and IBSP, we will continue to monitor and, additionally, obtain more current SRWS from BQS for internal lab QC.  


	Major Ion Determinations
	Problem
	NWQL

Lab Comment
	Corrective

Action

	Potassium          Filtered
       Flame-AA


       labcode=0054 
parmcode=0935B


	Analysis is still demonstrating an overall negative bias.  

(Though not shown on the chart, the bias started mid October 2001.)  


	The lab QC charts show variously no bias, some negative bias and even some positive bias, depending on the SRWS used for monitoring performance.  Our QC materials for monitoring performance are old.  We will continue to monitor.
	We will obtain a more current SRWS for internal performance monitoring and comparison. 

	Fluoride             Filtered
       ISE              Filtered


labcode=0031 
parmcode=0950B


	Analysis indicates increased variability starting around May 2002. 


	During the time period in question, the fluoride line has been run by several different analysts.
	A senior chemist has been assigned to oversee this line.  One analyst has been assigned to the line and the senior chemist is the back-up analyst.


Table 2

OWQRL PERFORMANCE ON IBSP SAMPLES

Note:  Click the blue, underlined text in the left column to access the control chart for the associated parameter.

	Nutrient Determinations
	Problem
	OWQRL Lab 

Comment
	Corrective

Action

	Ammonia-N         Filtered Colorimetric labcode=1976 parmcode=0608F

	A positive bias developed around the beginning of June 2002; however, 

the two latest values suggest improvement.

Analysis should be closely monitored until next QADATA summary published.
	This parameter is run at the same time as ammonia-N, WWR (lc 3071), which is not showing this bias.
	A new cleaning procedure has been adopted for the ammonia line that is more rigorous than the previous procedure.

We will continue to watch this parameter.

	Ammonia+Org-N         Filtered
       Colorimetric labcode=1985 parmcode=0623D
	A slight positive bias developed around the beginning of June 2002.

Analysis should be closely monitored until next QADATA summary published.
	IBSP samples for this analysis are all less than 1 mg/L, which is the lower 20% of our analytical curve.  Values in that range are only reported to 1 significant figure and show more variance than higher values.

Ammonia+Org-N, WWR (lc 1986) is not showing this bias and is run at the same time.
	We will continue to watch this parameter.  

	Ammonia-N         Whole Water Recoverable Colorimetric labcode=3071 parmcode=0610F
	As of May 2002, the variability improves. 

No corrective action necessary.
	
	A new cleaning procedure has been adopted for the ammonia line that is more rigorous than the previous procedure.

	Ammonia+Org-N   Whole Water Recoverable Colorimetric labcode=1986 parmcode=0625D
	The historical positive bias has been corrected as of June 2002.

No corrective action necessary. 
	
	

	Phosphorus-P        Whole Water Recoverable
       Colorimetric    Low-level labcode=1982 parmcode=0665F

	The positive bias demonstrated by this analysis showed  improvement in mid May.  However, a slight positive bias is still present.

Analysis should continue to be monitored until next QADATA summary published.
	Since mid-May, of the 12 samples analyzed for the IBSP, 7 samples were above the MPV and 5 samples were below the MPV.  Our internal control charts do not show this bias.
	We will continue to monitor this line.


Table 2 – Cont’d
OWQRL PERFORMANCE ON IBSP SAMPLES

Note:  Click the blue, underlined text in the left column to access the control chart for the associated parameter.

	Nutrient Determinations
	Problem
	OWQRL Lab 

Comment
	Corrective

Action

	Phosphorus-P        Whole Water Recoverable
       Colorimetric labcode=1984 parmcode=0665D

	The overall negative bias abruptly shifts lower near the beginning of June 2002 at which time variability also increases.  Overall 12 out of 36 points (33%) are outside of -2 SD.

The three latest values suggest improvement.

(Note:  Due to the resolution of the graph, some points are plotted directly on top of each other causing two points to show up as one.)


	With the exception of one data point, all of the recent outliers are the same sample, N73.  N73 is used routinely in our lab as an internal QC sample.  Until recently, our internal charts for N73 showed the same bias as the IBSP charts.  No other internal QC sample showed this bias.
	N73 is not showing a bias on this line any more on our internal charts.  New standards have been made and the range of the analytical curve has been cut from 2 mg/L to 1.5 mg/L.  Since these changes have been made, the IBSP charts have looked better and reruns of IBSP samples that were low have been much closer to the MPV.

	Phosphorus-P        Filtered
       Colorimetric labcode=1983 parmcode=0666D
	A negative bias appears to be developing.

Overall 3 out of 22 points (14%) are outside of -2 SD.

Analysis should be closely monitored until next QADATA summary published.


	This parameter is run at the same time as phosphorus-P, WWR (lc 1984).
	The last 2 points on the plot, corresponding to the time of the corrections made to phosphorus-P, WWR (lc 1984) as outlined above, show improvement.  We will continue to monitor this line closely.


	Major Ion Determinations
	Problem
	NWQL

Lab Comment
	Corrective

Action

	Chloride             Filtered
       IC      labcode=0292 parmcode=0940F
	This analysis is demonstrating a slight positive bias.

Analysis should be closely monitored until next QADATA summary published.
	The magnitude of this bias (1-2 mg/L at 70 mg/l) appears to be very small and within the error of the method itself.  However, looking at the control chart over the last 6 months, there is evidence of a slight positive bias.
	We will order a new stock solution and compare it with the one we have been using to make our working standards.






































