
QADATA Summary – August 2010
The Inorganic Blind Sample Project (IBSP) of the Branch of Quality Systems reviews over 90 inorganic analytical lines at the National Water Quality Laboratory (NWQL) using double-blind, quality-control samples.  A summary of this review, the QADATA Summary, is a short report commenting on only those analytical lines for which the quality-control charts indicate or have indicated a bias, higher than expected variability, or a high percentage of false-positives in the blind-blank samples.  Overall, the vast majority of the inorganic methods at the NWQL demonstrate acceptable variability and little or no bias.

The data reviewed in this summary is for the time period 01/01/2010 through 07/29/2010; however, longer-range charts may be used when they add clarity to the problem.  The attached quality-control charts contain data from samples that have been subject to the same laboratory handling procedures as the samples submitted by the USGS Water Science Centers (WSC), and the data have the same level of quality-control review as the data released to the WSCs.  Therefore, any factors that affect the data displayed on the IBSP quality-control charts should also affect the WSCs’ data in a similar manner.  Data from samples known to have been affected by a problem independent of the NWQL are removed from the charts.
In this report, the “Problem” is determined and written by the IBSP and then sent to the NWQL.  The NWQL then gets two weeks to respond to the issue by writing an “NWQL Comment” and a “Corrective Action.”  Comments from the NWQL are incorporated into the QADATA Summary as received.  The most recent comments and responses are in bold followed by comments and responses from previous QADATA Summaries.  Approximately one month after the QADATA Summary is distributed, the NWQL and IBSP personnel usually meet to follow-up on corrective actions and on how the corrective actions are affecting subsequent data.  

Current IBSP charts and their associated data (updated twice weekly) may be accessed at http://bqs.usgs.gov/ibsp/FY10Charts.shtml.  Current blind-blank charts and their associated data (updated weekly) may be accessed at http://bqs.usgs.gov/bbp.  Laboratory and WSC personnel may also have their own custom quality-assurance data retrieval to parallel their objectives by contacting Ted Struzeski (303.236.1872, struzesk@usgs.gov).  Charts pertaining specifically to this report can be accessed electronically by following the underlined hyperlinks associated with each analysis discussed. 

Historical QADATA Summaries may be accessed at http://bqs.usgs.gov/ibsp/QAData.shtml.
Tedmund M. Struzeski

struzesk@usgs.gov
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Report Highlights

Note:  Click the underlined text to access the control chart associated with the comment.

1. Alkalinity, filtered, Titration, parmcode 29801TT040 – Extreme negative bias isolated to last half of April 2010. 

2. Arsenite [As(III)], filtered, cICP-MS, parmcode 62452PLM16 – Most blind-blank results are either above the interim method detection limit or the reporting limit has been substantially raised.
3. Dimethylarsinate, filtered, cICP-MS, parmcode 62455PLM16 – Most blind-blank results are either above the interim method detection limit or the reporting limit has been substantially raised.
4. Monomethylarsonate, filtered, cICP-MS, parmcode 62454PLM16 – About one-third of blind-blank results are above the interim method detection limit or the reporting limit has been substantially raised.
5. Barium, filtered, ICP, parmcode 01005PLA11 – Slight negative bias (5.3%) starting mid March 2010.

6. Barium, filtered, ICP-MS, parmcode 01005PLM47 – Slight positive bias currently at 5.9%.

7. Cadmium, filtered, ICP-MS, parmcode 01025PLM43 – Positive bias increasing since before October 2009. 
8. Cadmium, filtered, ICP-MS, parmcode 01025PLM43– Three of the last 16 results for blind blanks (19%) are above the long-term method detection limit (LTMDL).
9. Chromium, unfiltered, ICP, parmcode 01034PLA15 – Three of the last 12 results for blind blanks (25%) are above the LTMDL.
10. Lead, filtered, ICP-MS, parmcode 01049PLM43 – Three of the last 19 results for blind blanks (16%) are above the LTMDL.
11. Lithium, unfiltered, ICP, parmcode 01132PLA15 – Three of the last nine results for blind blanks (33%) are above the LTMDL.
12. Magnesium, filtered, ICP, parmcode 00925PLA11 – Negative bias (currently at 7.8%) starting mid-July 2009. 

13. Magnesium, unfiltered, ICP, parmcode 00927PLA15 – Negative bias (currently at 8.0%) starting March 2009.

14. Orthophosphorus, filtered, colorimetry, parmcode 00671OOO48 – Increased variability starting around April 2010.

15. Zinc, unfiltered, cICP-MS, parmcode 01092PLM11 – Five of the last 17 results for blind blanks (29%) are above the LTMDL.
16. Zinc, unfiltered, cICP-MS, parmcode 01092PLM11 – Slight negative bias starting December 2009. 
NWQL PERFORMANCE ON IBSP SAMPLES

Note:  Click the underlined text in the left-hand column to access the control chart for the associated comment.

	Nutrient Determinations
	Problem
	NWQL Comment
	Corrective Action

	Orthophosphorus, Filtered  Colorimetry labcode 3118 parmcode 00671OOO48
	The variability is showing some improvement. All results received since the last assessment, except one, are within +/- 2 f-pseudosigmas.

Analysis should be closely monitored until the next QADATA summary is distributed.


	The KONE Discrete Analyzer (KONE1) which had the leak in the rinsing system in April has been operating without incident since the preventative maintenance was performed.  The next PM should occur in November, 2010.  
	We will continue to closely monitor instrument operations for this analyte.  

	Previous comments for orthophosphorus, filtered, labcode 3118, parmcode 00671OOO48

	From 

QADATA Summary June 2010
	The results show an increase in the variability starting around April 2010.  
	Two of the three LC3118 on-line QC charts for the past several months also show some increased variability.  On 04-16-2010, the Kone Discrete Analyzer was discovered to have a small leak in the tubing of the dispenser rinsing system.  The problem was corrected and the instrument was tested without further incident.  The instrument also underwent semi-annual preventative maintenance (PM) on 5-13-2010 and the tubing of the dispenser rinsing system was completely replaced.  

	Since the leak was discovered, and the PM was performed, there seems to be less overall variability in the on-line QC for LC3118.  We will continue to monitor the instrument performance.  

	
	
	
	


	
	
	
	

	Trace Metal Determinations
	Problem
	NWQL Comment
	Corrective Action

	Arsenite [As(III)], Filtered            cICP-MS              labcode 3142 parmcode 62452PLM16
	The majority of blind-blank results are either above the interim method detection limit or the reporting limit has been raised to account for the inability to achieve the published interim method detection limit.
	Instrument performance issues have critically affected arsenic speciation analysis.  The analysis has been reverted to the original instrumentation under lab code 2734 until instrument and method performance issues have been resolved.


	Analysis for Arsenic species has been shifted back to the previous instrument.  Reporting levels that were previously in place with this instrument have been reinstituted.

	Previous comments for arsenite [As(III)], filtered, labcode 3142, parmcode 62452PLM16

	From 

QADATA Summary June 2010
	Twenty-seven out of 29 (93%) blind-blank results are above the interim method detection limit.
	The instrument used for this analysis has had performance problems and has just recently had comprehensive maintenance performed.  At this point the NWQL has decided to raise the reporting limits for Arsenic speciation parameters to the limits that were in place before changing instruments until more blind blank data is collected.
	Maintenance has been performed and reporting limits will be raised to previous values.  Affected customers will be notified if data reported between the current and the updated reporting limits has been released.

	From 

QADATA Summary April 2010
	Arsenite determinations have been reassigned to new instrumentation and now have an interim method reporting level.  Nineteen out of 20 (95%) blind-blank results are above the interim method detection limit.
  
	The instrument used for analysis was found to have a gas leak which affected removal of interferences.  The leak has been repaired.  The interim reporting limit was based on analysis of IBSP blind blank samples but more data will need to be collected to evaluate performance for blind blanks and possibly reevaluate the interim reporting limit.

	The NWQL will monitor blind blank and instrument blank performance and will reevaluate the reporting limit if detections higher than reporting limits persist.

	
	
	
	

	Dimethylarsinate, Filtered            cICP-MS              labcode 3142 parmcode 62455PLM16
	More than half of the blind-blank results are either above the interim method detection limit or the reporting limit has been raised to account for the inability to achieve the published interim method detection limit.


	Instrument performance issues have critically affected arsenic speciation analysis.  The analysis has been reverted to the original instrumentation under lab code 2734 until instrument and method performance issues have been resolved.
	Analysis for Arsenic species has been shifted back to the previous instrument.  Reporting levels that were previously in place with this instrument have been reinstituted.

	Previous comments for dimethylarsinate, filtered, labcode 3142, parmcode 62455PLM16

	From 

QADATA Summary June 2010
	Overall, eighteen out of 29 (62%) blind-blank results are above the interim method detection limit; however, results for samples submitted as of March 2010 are all below the interim method detection limit.

Analysis should be closely monitored until the next QADATA summary is distributed.
	The instrument used for this analysis has had performance problems and has had comprehensive maintenance performed.  At this point the NWQL has decided to raise the reporting limits for Arsenic speciation parameters to the limits that were in place before changing instruments until more blind blank data is collected.
	Maintenance has been performed and reporting limits will be raised to previous values.  Affected customers will be notified if data reported between the current and the updated reporting limits has been released.

	From 

QADATA Summary April 2010
	Dimethylarsinate determinations have been reassigned to new instrumentation and now have an interim method reporting level.  Eighteen out of 20 (90%) blind-blank results are above the interim method detection limit.  
	The instrument used for analysis was found to have a gas leak which affected removal of interferences.  The leak has been repaired.  The interim reporting limit was based on analysis of IBSP blind blank samples but more data will need to be collected to evaluate performance for blind blanks and possibly reevaluate the interim reporting limit.

	The NWQL will monitor blind blank and instrument blank performance and will reevaluate the reporting limit if detections higher than reporting limits persist.

	
	
	
	

	Monomethylarsonate, Filtered            cICP-MS              labcode 3142 parmcode 62454PLM16
	About one-third of blind-blank results are either above the interim method detection limit or the reporting limit has been raised to account for the inability to achieve the published interim method detection limit.
	Instrument performance issues have critically affected arsenic speciation analysis.  The analysis has been reverted to the original instrumentation under lab code 2734 until instrument and method performance issues have been resolved.
	Analysis for Arsenic species has been shifted back to the previous instrument.  Reporting levels that were previously in place with this instrument have been reinstituted.

	Previous comments for monomethylarsonate, filtered, labcode 3142, parmcode 62454PLM16

	From 

QADATA Summary June 2010
	Monomethylarsonate determinations have been reassigned to new instrumentation and now have an interim method reporting level.

Eight out of 29 (28%) blind-blank results are above the interim method detection limit.


	The instrument used for this analysis has had performance problems and has just recently had comprehensive maintenance performed.  At this point the NWQL has decided to raise the reporting limits for Arsenic speciation parameters to the limits that were in place before changing instruments until more blind blank data is collected.
	Maintenance has been performed and reporting limits will be raised to previous values.  Affected customers will be notified if data reported between the current and the updated reporting limits has been released.

	
	
	
	

	Barium, Filtered            TC ICP               labcode 0641 parmcode 01005PLA11
	A slight negative bias has developed as of mid March 2010.  Results since then are 5.3%, on average, below the target value.
	Third party check data also shows a slight change toward low bias in March.  The current bias averages at about 1%.  New calibration standards were prepared the week of August 2.
	The NWQL will monitor third party check performance to see if the new calibration standards are showing a difference in third party check low bias.

	
	
	
	

	Barium, Filtered            TC ICP-MS             labcode 1786 parmcode 01005PLM43
	A slight positive bias has developed.  Data received as of April 2010 are 5.9%, on average, above the target value.
	The instrument used for analysis of dissolved metals by ICP-MS has had significant performance problems.  The instrument had additional maintenance performed replacing major components the week of August 2.
	The recent maintenance has returned the instrument to optimal operating conditions.  The NWQL will assess third party check and IBSP data in one month to compare to the current bias reported. 

	
	
	
	

	Cadmium, Filtered            TC ICP-MS              labcode 1788 parmcode 01025PLM43
	A positive bias is still apparent with all results since December 2009 above the target value.  The same reference material is submitted for analysis for unfiltered cadmium by ICP-MS (pc 1027PLM47), and the data show little or no bias.
	The instrument used for analysis of dissolved metals by ICP-MS has had significant performance problems.  The instrument had additional maintenance performed replacing major components the week of August 2.  
	The recent maintenance has returned the instrument to optimal operating conditions.  The NWQL will assess third party check and IBSP data in one month to compare to the current bias reported.



	Previous comments for cadmium, filtered, labcode 1788, parmcode 01025PLM43

	From 

QADATA Summary June 2010
	The positive bias is still exhibited.  The same reference material is submitted for analysis for unfiltered cadmium by ICP-MS (pc 1027PLM47), and the data do not show the same trend.

All results since December 2009 are above the target value.
	The instrument used for this analysis has had performance problems and has just recently had comprehensive maintenance performed which included replacement of the reaction cell assembly.  New calibration standards will be purchased and bias will be assessed.
	Bias will be assessed since maintenance has been performed and after new calibration standards are put into use.

	From 

QADATA Summary April 2010
	A positive bias is still demonstrated.  The same reference material is submitted for analysis for unfiltered cadmium by ICP-MS (pc 1027PLM47), and the data do not show the same trend.
	Third party check values continued to decrease in positive bias becoming evenly distributed around zero at the beginning of April.  A reaction cell gas leak was found and corrected in early April and reaction cell gas flow to reduce interferences is being reassessed for filtered metals analysis.
	Reaction cell gas flow is being tested to determine the influence on reducing bias.

	From 

QADATA Summary February 2010
	A positive bias has been slowly developing since before October 2009.  Results received since December are 34%, on average, above the target value, but since all current reference materials are less than 2 ug/L, the absolute bias is not large (<0.26 ug/L) and most results are within
1 f-pseudosigma.

The same reference material is submitted for analysis for unfiltered cadmium by ICP-MS (pc 1027PLM47), and the data do not show the same trend.

	The third party check (TPC) shows an increase in bias from December through January topping off at an average of 4% positive bias.  A sudden drop in TPC values is seen in early February showing about 2% low bias on average.  Instrument maintenance was performed and a new detector installed the week of 2/8.
	Method performance will be monitored.

	
	
	
	

	Cadmium, Filtered            ICP-MS              labcode 1788 parmcode 01025PLM43
	Blind-blank values have recently increased.  Three of the last 16 results for blind blanks (19%) are above the LTMDL.

	The instrument used for analysis of dissolved metals by ICP-MS has had significant performance problems.  The instrument had additional maintenance performed replacing major components the week of August 2.  
	The recent maintenance has returned the instrument to optimal operating conditions.  The NWQL will assess third party check and IBSP data in one month to compare to the current bias reported.  The NWQL will increase the LTMDL from 0.01 ug/L to 0.016 ug/L as of 10/01/2010.  The new LTMDL is higher than all blind blank results.

	
	
	
	

	Cadmium, Unfiltered            ICP-MS              labcode 2376 parmcode 01027PLM47
	No false positives have been received since the last assessment. 

No corrective action necessary.
	The instrument used for analysis of trace elements in whole water has also recently had multiple repairs.  Performance is now at a consistently optimal level.
	

	Previous comments for cadmium, unfiltered, labcode 2376, parmcode 01027PLM47

	From 

QADATA Summary June 2010
	Blind blanks are still demonstrating high variability.

Seven of the last 20 results for blind blanks (35%) are above the LTMDL.
	Cadmium Blank QC has been variable and very difficult to characterize.  Instrument maintenance has recently been performed. 
	Variability will be assessed in data collected since maintenance has been performed.

	From 

QADATA Summary April 2010
	No false positives have been received since the last assessment. 

No corrective action necessary.
	
	

	From 

QADATA Summary February 2010
	Blind-blank values have increased markedly.  Four of the last seven results for blind blanks (57%) are above the LTMDL.

	In-bottle digested instrument blank results for cadmium show two of the last nine results over the LT-MDL.  Results since early January, however, have been distributed around zero and are all well below the LT-MDL.
	Method performance will be monitored.  The NWQL will rerun the blind blank samples with detections above the LT-MDL to compare the concentrations reported.

	
	
	
	

	Chromium, Unfiltered            ICP              labcode 2357 parmcode 01034PLA15
	Blind-blank values have recently increased.  Three of the last 12 results for blind blanks (25%) are above the LTMDL.

	The NWQL has also observed QC blank failures at the 0.3 ug/L LTMDL.
	The NWQL will increase the LTMDL to 0.5 ug/L for FY 2011.

	
	
	
	

	Lead, Filtered            ICP-MS              labcode 1792 parmcode 01049PLM43
	Blind-blank values have recently increased.  Three of the last 19 results for blind blanks (16%) are above the LTMDL.


	The instrument used for analysis of dissolved metals by ICP-MS has had significant performance problems.  The instrument had additional maintenance performed replacing major components the week of August 2.
	The NWQL will review blind blank and blank QC data in one month to assess instrument performance for lead.

	
	
	
	

	Lithium, Unfiltered            ICP               labcode 2361 parmcode 01132PLA15
	Blind-blank values have recently increased.  Three of the last nine results for blind blanks (33%) are above the LTMDL.
	The NWQL has also observed blank failures for lithium, although recent values are well below the LTMDL.
	The NWQL will review blind blank and QC blank data in one month to assess method performance for lithium.

	
	
	
	

	Molybdenum, Filtered           ICP-MS              labcode 1794 parmcode 01060PLM43
	The bias appears to be improving.   Results received since the last assessment show a bias of less than 5%, on average, above the target value.
Analysis should be closely monitored until the next QADATA summary is distributed.


	The instrument used for analysis of dissolved metals by ICP-MS has had significant performance problems.  The instrument had additional maintenance performed replacing major components the week of August 2.
	The recent maintenance has returned the instrument to operating conditions that are considered to be optimal.  The NWQL will assess third party check and IBSP data in one month to compare to the current bias reported.

	Previous comments for molybdenum, filtered, labcode 1794, parmcode 01060PLM43

	From 

QADATA Summary June 2010
	A positive bias is demonstrated.  Results received since March 2010 are 8.8%, on average, above the target value

The same reference material is submitted for analysis for unfiltered molybdenum by ICP-MS (pc 1062PLM48), and the data do not show the same trend.

	The instrument used for this analysis has had performance problems and has just recently had comprehensive maintenance performed.  New calibration standards will be purchased and bias will be assessed.
	Bias will be assessed after new calibration standards are put into use.

	
	
	
	

	Zinc, Unfiltered            cICP-MS              labcode 3139 parmcode 01092PLM11
	Five of the last 17 results for blind blanks (29%) are above the LTMDL.  However, the seven most recent results are below the LTMDL, so blank variability is improving.
Analysis should be closely monitored until the next QADATA summary is distributed.


	The instrument used for analysis of trace elements in whole water has also recently had multiple repairs.  Performance is now at a consistently optimal level.
	Blank performance will be assessed in one month. 

	Previous comments for zinc, unfiltered, labcode 3139, parmcode 01092PLM11

	From 

QADATA Summary June 2010
	Blind-blank values have increased markedly.  Four of the last nine results for blind blanks (44%) are above the LTMDL.

	In-bottle digestion blanks for Zinc have shown a slight increase in variability since March but no detections above the LT-MDL.  Instrument maintenance has recently been performed. 
	Variability will be assessed in data collected since maintenance has been performed.

	
	
	
	

	Zinc, Unfiltered           cICP-MS              labcode 3139 parmcode 01092PLM11
	For non-blank blind samples, the most recently received data indicate an improvement in the negative bias.  However, additional data are needed to make a more accurate assessment.

Analysis should be closely monitored until the next QADATA summary is distributed.
	The instrument used for analysis of trace elements in whole water has also recently had multiple repairs.  Performance is now at a consistently optimal level.
	Third party check and inorganic blind samples will be reassessed in one month.

	Previous comments for zinc, unfiltered, labcode 3139, parmcode 01092PLM11

	From 

QADATA Summary June 2010
	For non-blank blind samples, a slight negative bias is demonstrated.  Results received since December 2009 are 7.6%, on average, below the target value.

The same reference material is submitted for analysis for filtered zinc by cICP-MS (pc 1090PLM10), and the data do not show the same trend.
	Instrument maintenance has recently been performed.   New calibration standards will be purchased and bias will be assessed.
	Bias will be assessed since maintenance has been performed and after new calibration standards are put into use.

	
	
	
	


	Major Determinations
	Problem
	NWQL Comment
	Corrective Action

	Magnesium, Filtered           ICP              labcode 0663 parmcode 00925PLA11
	The negative bias is still shown; however, the four most recent results are near the target value.  More data are needed to determine if the negative bias has been corrected.
	The analysis of NIST standards did not reveal a systemic source for the bias.  Results were comparable with third party check and IBSP blind sample values.
	The NWQL is checking records to see if any instrument maintenance, gas supply, or climate control changes could have contributed to the shift in bias seen in late July of 2009.

	Previous comments for magnesium, filtered, labcode 0663, parmcode 00925PLA11

	From 

QADATA Summary June 2010
	The negative bias is still present and getting larger in magnitude.  Results received since the last assessment show a bias of 7.8%, on average, below the target value.
	Negative bias has been noted.  New standards have been prepared and the bias remains.
	The NWQL will purchase and analyze a new NIST traceable standard to be prepared by both IBSP and the NWQL against the calibration at various levels to identify systemic sources for bias.

	From 

QADATA Summary April 2010
	A slight negative bias is still apparent.  Since the last assessment, the bias is 5.7%, on average, below the target value.
	Third party check data show a slightly low bias of 3% for the low level standard and a recent high bias of 1% for the high level standard.  Midpoint QC shows a high bias of 3% on average.  New calibration standards were prepared in late February and new third party check standards were prepared in late March.  There have been no instrumental problems. 


	The NWQL will continue to monitor method performance.  Preventative maintenance for the ICP instruments will be performed in May.

	From 

QADATA Summary February 2010
	The negative bias is still present.  Since December 2009, the bias is 6.1%, on average, below the target value.
	Third party check bias is currently 0.8% on average below target value since December 16.  Prior to Dec. 16 the bias was 2% on average above the target value.

	The NWQL will continue to monitor method performance.

	From 

QADATA Summary December 2009
	The negative bias is showing some improvement; however, a slight negative bias is still demonstrated.  Since the last assessment, the bias is 5.4%, on average, below the target value.

	Third party check bias is currently at 1% positive bias and variability and bias trends are decreasing since the new standards were put into use.
	Method performance will be monitored.

	From 

QADATA Summary October 2009
	A negative bias has developed starting mid-July 2009.  Since then, the data are 7%, on average, below the target value.
	The decreasing volume for working standards may have influenced the measured concentrations.  New standards have been made and performance will be assessed.

	New calibration standards were prepared.  Method performance will be monitored.

	
	
	
	

	Magnesium, Unfiltered           ICP              labcode 2362 parmcode 00927PLA15
	The results continue to demonstrate a negative bias.  Since March 2009, the bias is 8.0%, on average, below the target value.
	The analysis of NIST standards did not reveal a systemic source for the bias.  Results were comparable with third party check and IBSP blind sample values.  Third party check values are also increasing in negative bias.
	New calibration standards were prepared the week of August 2nd and the NWQL will reassess third party check performance in one month.

	Previous comments for magnesium, unfiltered, labcode 2362, parmcode 00927PLA15

	From 

QADATA Summary June 2010
	The negative bias is still present.  Since March 2009, the bias is 8.1%, on average, below the target value.
	Negative bias has been noted.  New standards have been prepared and the bias remains.
	The NWQL will purchase and analyze a new NIST traceable standard to be prepared by both IBSP and the NWQL against the calibration at various levels to identify systemic sources for bias.

	From 

QADATA Summary April 2010
	The negative bias is still present and appears to be getting worse.  Since the last assessment, the bias is 8.5%, on average, below the target value.
	Third party check data show a slightly high bias of 2.5% on average for the low level standard and a recent high bias of 3.4% on average for the high level standard.  Mid-point QC shows a 3.25 on average high bias.  New calibration standards were prepared in late February and new third party check standards were prepared in late March.  There have been no instrumental problems.
	The NWQL will continue to monitor method performance.  Preventative maintenance for the ICP instruments will be performed in May.

	From 

QADATA Summary February 2010
	The results continue to demonstrate a negative bias.  Since the last assessment, the bias is 6.9%, on average, below the target value.


	Third party check (TPC) results showed a slight 1% negative bias on average in Jan. Since then TPC results are about 2% on average above the target value but there are too few data points at this time to define a trend.  In-bottle digested spike data shows the same trend as TPC data.
	The NWQL will continue to monitor method performance.

	From 

QADATA Summary December 2009
	The negative bias is still present.  Since March 2009, the bias is 8.0%, on average, below the target value.
	Digested QC spikes have fallen to negative 3.7% bias since October.  Third party check bias is decreasing in variability and is currently at negative 2%.
	Method performance will be monitored.

	From 

QADATA Summary October 2009
	The negative bias persists.  Since March 2009, results are 7.9%, on average, below the target value.
	Digestion QC spikes have risen from 3.5% negative bias in May to 1.25% negative bias currently.
	Method performance will be monitored.

	From 

QADATA Summary August 2009
	The results continue to demonstrate a negative bias.  Since the last assessment, the bias is 7.8%, on average, below the target value.

Filtered magnesium by ICP (pc 0925PLA11), indicates no bias for the same reference materials. 
	Since analysis has moved to a different instrument internal QC third-party checks and in-bottle digestion spike recoveries have averaged 99.6% and 97.5% respectively.  Instrumental settings have been recently assessed and adjusted when appropriate.  A new calibration standard was prepared in May.
	The performance of the calibration standard and instrument settings for magnesium will be assessed.

	From 

QADATA Summary June 2009
	A negative bias has developed as of March 2009.  Since then, results are 8.0%, on average, below the target value.

Filtered magnesium by ICP (pc 0925PLA11), indicates no bias for the same reference materials.
	Preventative maintenance was performed in late April.  Analysis for elements in unfiltered water by ICP was reassigned to a different instrument in May 2009 after assessment of instrument performance following maintenance.   Performance since reassigning instruments has improved and the NWQL will continue to monitor for bias.
	There is very little QA/QC data to assess the effect of the recent changes.  IBSP data will be monitored and compared to internal QC for bias and trends.

	
	
	
	


	Other Determinations
	Problem
	NWQL Comment
	Corrective Action

	Alkalinity, Filtered           Titration              labcode 2109 parmcode 29801TT040
	A brief period of extreme negative bias is demonstrated between mid April and May 2010.  The problem appears to have been corrected.

No corrective action necessary. 
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